Implantable cardioverter-defibrillator infection caused by Tsukamurella.
Human infections with Tsukamurella are very rare with only 13 reported cases in the literature. Certain conditions, such as immunosuppression, an indwelling foreign body, and postoperative wounds predispose humans to Tsukamurella infections. The rarity of Tsukamurella infection in humans makes its diagnosis and treatment very difficult. This article describes the first case of implantable cardioverter-defibrillator (ICD) infection related to Tsukamurella in the literature.